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Municipality notifies patient of Water Boil Advisory 

For patients using NxStage 
system, follow this path.

For patients using Baxter 
system, follow this path

Instruct patient to call HHD 
Team for direction.

(Instructions should be given 
to patient during initial HHD 

training)

If trained and 
supplies available, 

dialyze using 
NxStage bag 

system.

If NOT trained on bag 
system, HHD nurse to make 

arrangements for patient to have 
dialysis at training centre.

Train on NXStage 
bag system- 

supplies delivered 
to home

Patient to 
dialyze in-

centre

Water advisory lifted from Municipality

 Change PAK and Sediment 
filter prior to dialyzing on 

NxStage  Pureflow system

Send DKT samples as per 
protocol

Instruct patient to call HHD 
Patient Educator for direction.
(Instructions should be given 
to patient during initial HHD 

training)

Continue with dialysis at 
home- check chloramines 

each dialysis due to increase 
chlorine in water

If break through chloramines- 
change filters as per protocol

Post-dialysis- clean WRO using 
Heat (LFH) three times a week 

alternating with clean cart

Nurse educator will notify 
Baxter of water boil advisory 
and Baxter will send bacterial 
water test with quick connect 

connection to patient

Continue with above steps until 
municipality has lift water boil 

advisory

For urgent supply 
order, please email 

Sarah Thomas or Sue 
Saunders at BCR.


